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Abstract 

Spectral domain optical coherence tomography (SOCT) is an important tool for the diagnosis 
and management of glaucoma. In an effort to help automate the detection of progressive 
structural glaucomatous optic nerve damage, Carl Zeiss Meditec has developed Guided 
Progression Analysis (GPA) software in conjunction with the Cirrus SOCT (Carl Zeiss Meditec, 
Dublin, Calif., USA). Here, we report a case in which the GPA merged information from 2 
different patients, and another case in which data from alternate eyes was compared, making 
the final analysis invalid. © 2014s. KargerAG, Basel 



Introduction 



Glaucoma is a heterogeneous group of diseases characterized by progressive optic neu- 
ropathy. The disease process involves structural changes including thinning of the optic 
nerve neuroretinal rim and retinal nerve fiber layer [RNFL) and corresponding visual field 
loss [1]. Glaucomatous structural changes may precede functional visual field loss, as 
demonstrated by perimetry [2]. The development of spectral domain optical coherence 
tomography [SOCT) has aided in the detection of progressive thinning of the RNFL [3, 4] and 
has become an integral part of monitoring patients with glaucoma. 

In an effort to help automate the process of detecting early or subtle glaucomatous 
progression, Carl Zeiss Meditec has developed Guided Progression Analysis (GPA) software 
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for use with the Cirrus SOCT [Carl Zeiss Meditec, Dubhn, Cahf., USA). This software performs 
both event- and trend-based analysis to detect changes in the RNFL and optic nerve rim. Na 
et al. [5] have recently demonstrated that CPA might be a useful adjunct in detecting 
glaucomatous progression. However, the software showed poor agreement with expert 
analysis of stereo color and red-free optic nerve photos. The following cases illustrate two 
instances in which the CPA software used the wrong baseline information to generate the 
event and trend analyses. 

Case Presentations 

Case 1 

Patient 1 was a 56-year-old female glaucoma suspect who presented for a follow-up 
examination, which included SOCT scanning. Optic nerve head examination by slit lamp 
demonstrated mild asymmetric cupping without evidence of focal RNFL thinning. The CPA 
output of the patient's left eye [fig. 1} included the correct scan from the most recent visit; 
however, both baseline scans appeared to be that of a right eye instead of a left eye. Neither 
the scan date nor the RNFL map corresponded to the previous right eye scans from this 
same patient. The RNFL thickness profile demonstrated a very different contour when the 
baseline scans were compared to the current scan. A review of the RNFL thickness profile 
suggested that both baseline scans corresponded to the same patient as they had similar 
contours. This contour, however, was dissimilar from the patient's current scan. By 
reviewing all OCT scans performed on the same day as the erroneously imported baseline 
scans, we were able to identify the patient who corresponded to these data. It appeared that 
data were retrieved from both the wrong patient and the wrong eye for use in the CPA 
output of the patient scanned on this visit. 

Case 2 

Patient 2 was a 68-year-old male with primary open angle glaucoma. The CPA of the 
right eye [fig. 2) imported a baseline scan of a left eye. On review of previous OCT data, the 
first basehne scan used in this analysis was determined to be a scan of the correct patient 
from the correct date. However, the wrong eye was included in the analysis. Because of this 
erroneously imported baseline scan, the trend analysis of the superior RNFL mistakenly 
suggested a significant downward slope indicating a loss of 5.2 |im/year. 

Discussion 

The detection of glaucomatous progression is complex and requires the assimilation of 
multiple data points to analyze structural changes at the level of the RNFL as well as visual 
field changes. Technology has evolved to assist clinicians in making decisions regarding the 
diagnosis and treatment of glaucoma. The CPA software that accompanies the Humphrey 
Field Analyzer [Carl Zeiss Meditec) is an example of a tool that has shown promise towards 
automating the detection of glaucomatous visual field progression [6]. With the advent of 
SOCT and high-resolution imaging of the RNFL, there is an opportunity to provide similar 
automated statistical analysis to help clinicians diagnose glaucoma and its progression over 
time. The above cases demonstrated erroneous data analyses due to the utilization of 
baseline scans from both the wrong eye of the wrong patient and the wrong eye of the 
correct patient. 
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It is unclear at this point exactly how these errors occurred. These events were reported 
both to the manufacturer and to the Food and Drug Administration (FDA) Manufacturer and 
User Device Experience database. At this time, we are unaware of any similar incidents at 
other institutions. 

Although an operator error certainly has to be considered, we were unable to purposely 
reproduce these anomalous analyses and could not come up with a plausible method for an 
operator to cause such issues. In both cases, the data erroneously included in the GPA 
analysis were identified retrospectively based on the time stamp and the RNFL thickness 
map. In both cases, the original scans were appropriately labeled as the correct eye and with 
the correct patient identifier. This suggests that an operator labeling error was not the cause 
of the erroneous inclusion in the GPA. 

Carl Zeiss Meditec, after personal communication, also could not envision a scenario 
where an operator could have caused these errors, pointing instead to a likely software 
malfunction. Regardless of the cause, it is apparent that errors of this type may compromise 
patient care. In the cases presented herein, the utilization of incorrect baseline scans was 
easily detected because an alternate eye was displayed in the RNFL map. If a scan from a 
different patient but the correct eye were to be included, it would potentially be much more 
difficult to identify. If the errant scan is not detected and incorrect data points are used for 
GPA, the software may suggest progression [or not detect actual progression), as illustrated 
in Case 2 above. 

We recommend that all clinicians utilizing GPA software be aware of these potential 
errors and confirm the appropriate baseline scans are chosen in each analysis. Both the 
RNFL thickness map and the RNFL thickness profile provide a visual representation of the 
raw data and can help the clinician identify inappropriately imported data. 
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Fig. 1. Left eye GPA for Patient 1. Note that both baseUne scans appear to be from a right eye. Additionally, 
the RNFL thickness maps and profiles from the baseline scans do not correspond to Patient I's current 
optical coherence tomography scan. 
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Guided Progression Analysis: (GPA'^'^) 
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Fig. 2. Right eye GPA for Patient 2. Note that the first baseUne scan appears to be a scan of a left eye. 
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